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Introduction 


Night  vision  iaage  intensification  devices  have  becoae  a 
critical  technology  for  U.S.  Army  aviation.  New  system  designs 
for  the  AN/AVS-e  Aviators  Night  Vision  Imaging  System  (ANVIS) 
[Figure  1],  as  well  as  other  image  intensification  (I^)  based 
imaging  systems,  are  constantly  being  considered  for  use.  As 
these  proposed  devices  approach  their  test  and  evaluation  phases, 
it  is  critical  that  methodology  be  available  which  can  evaluate 
their  performance  in  a  timely  and  cost  effective  manner.  This 
paper  describes  an  enhanced  Integrated  test  system  and 
methodology  which  can  evaluate  compliance  with  specific  sections 


Figure  i.  Aviator's  Night  Vision  Imaging  System  (ANVIS) 


Th«  basic  tsst  Bsthodologies  and  raquire»ants  for 
MasursBsnt  of  fiald-of-viaw,  sagnification,  and  distortion  for 
ANVIS  ars  provided  in  Military  Specification  NIL->A*49425(CR) , 

ikYiatQg/i  Might  YiiiQn.lMLqiM..SYatMi.AW/Aga-gfV)l«  AM/ AYg-.fi (¥)!. 
other  I’  devices  may  have  different  criteria. 

ANVIS  field>of-view  acceptance  criteria  and  Beasuresent 
procedures  are  given  in  Sections  3.6.1  and  4.6.1  of  MIL-A- 
49425 (CR),  respectively.  The  field-of-view  is  required  to  be  40 
degrees  (circular)  with  a  tolerance  of  4-1  to  -2  degrees. 
Magnification  criteria  and  procedures  are  given  in  Sections  3.6.2 
and  4.6.2,  respectively.  Magnification  is  required  to  be  unity 
(IX)  with  a  >  5  percent  tolerance.  Distortion  criteria  and 
procedures  are  given  in  Sections  3.6.3  and  4.6.3,  respectively. 
Distortion  is  not  to  be  greater  than  4  percent  across  the  total 
field-of'view. 


Mothodology 

The  iBproved  Bethodology  described  here  is  accoBplished  by 
autoBating  Bost  of  the  repetitive  steps  in  the  MIL>A-'49425(CR) 
procedures  required  for  the  positioning,  neasurlng,  and 
docuBenting  of  the  field>of-vlew  and  nagnification  paraBeters  of 
the  ANVIS.  This  automation  is  achieved  through  the  use  of  a 
personal  coBputer  and  specially  developed  software  which  controls 
most  of  the  repetitive  movements  involved  in  the  test  procedures. 

The  following  sections  describe  the  test  apparatus,  setup, 
and  control  program  comprising  this  new  methodology. 


Test  apparatus 

The  test  setup  described  in  this  paper  is  an  adaptation  of 
that  presented  in  MIL>A-49425(CR) .  The  MIL-A-49425(CR)  test 
setups  for  field-of-view  and  magnification  are  depicted  in 
Figures  2  and  3,  respectively.  The  Improved  setup  reflects  the 
modifications  which  automate  the  positioning  and  data  collection 
procedures  of  the  required  methodology.  A  block  diagram  and  a 
photograph  of  the  improved  setup  are  provided  in  Figures  4  and  5^ 
respectively. 

The  test  apparatus  designed  for  the  improved  methodology  can 
be  divided  into  three  functional  classificAtions:  automation 
control,  mechanical  positioning  and  mounting,  and  optical 
viewing. 
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Figure  2.  MIL-A-49425 (CR)  test  setup  for  measuring  field-of- 

view. 


Figure  3.  MIL-A-49425(CR)  test  setup  for  measuring 

magnification. 


Th«  autonatlon  components  consist  of  a  Dell*  system  310 
computer  using  an  Intel*  80386  microprocessor  operating  in  a 
Microsoft (MS) *  DOS  Version  5.0  environment.  The  computer  is 
connected  via  a  RS-232  interface  to  an  Oriel  Corporation*  encoder 
Mike™  controller  which  provides  control  of  stepping  motors 
(Figure  5) . 


The  mechanical  mounting  and  positioning  components  consist 
of  various  motors,  rods,  rod  holders,  carriers,  jacks,  and  rails 
mounted  on  specially  fabricated  rotary  tables  which  are  attached 
to  an  optical  bench.  Two  encoder  DC  motors  are  used  to  position 
the  rotary  tables  for  the  required  measurements.  The  large 
(14.25-inch  diameter)  rotary  table  holds  the  device  under  test 
and  is  used  for  both  f ield-of-view  and  magnification  measurements 
(Figure  6) .  The  small  (2-lnch  diameter)  rotary  table  holds  the 
minidioptometer  and  is  used  for  magnification  measurements  only 
(Figiire  7) . 


•jeTr. 


optical  vlaving  is  acc<»q[>li8hed  using  a  model  N'3C  aircraft 
gunsight  and  minidioptometer.  The  gunsight,  consisting  of  a 
tungsten  filament  lamp,  0.025  mm  X  7  mm  slit,  collimating  lens, 
and  attenuating  filter,  serves  as  the  stationary  target  for 
field>of-viev  and  magnification  measurements  (Figure  8) .  Any 
collimated  source  could  be  used  as  a  replacement  for  the 
gunsight. 

When  ANVIS  systems  are  under  test,  an  AN/AVS-6(V)1  mount  is 
used  to  attach  the  ANVIS  unit  to  the  test  setup  and  apply  power 
(Figure  9) .  Figure  10  shows  the  attachment  of  a  sample  test 

system. 


Figure  7.  The  small  (2-inch  diameter)  rotary  table  used  to  mount 
the  minidioptometer  for  magnification  measurements. 


Figure  8.  The  gunslght  used  as  a  target  for  field-of-view 
and  eagnl float Ion  eeasureeents . 


Figure  9.  AN/AVS-6(V)i  mount  used  to  attach  ANVIS  unit  to 
the  test  setup  and  to  apply  power  to  ANVIS. 
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Figure  10.  Attachment  of  a  sample  test  system. 


A  full  listing  of  the  components  used  in  the  described 
configuration,  and  their  manufacturers,  is  provided  in  Table  1. 
This  listing  is  not  intended  to  be  exclusive;  functionally 
comparable  components  may  be  substituted  as  required.  An 
exploded  view  of  the  test  setup  is  depicted  in  Figure  11. 


Control  program 

The  control  program  for  this  methodology  is  written  in  GW- 
Basic  and,  in  our  laboratory,  runs  on  a  Dell  system  310,  80386  OX 
computer  operating  at  33  MHz.  (Note:  This  program  will  execute 
properly  on  any  MS-DOS  based  system  with  GW-Basic.)  There  are 
four  main  objectives  of  the  control  program: 

1.  To  provide  accurate  control  of  the  alignment, 
positioning,  and  movement  of  the  rotary  tables. 

2.  To  perform  all  mathematical  operations  required  for  the 
calculation  of  f ield-of-view,  magnification,  and  distortion 
values . 

3.  To  provide  hard  copy  output  that  summarizes  test  results. 
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4.  To  achieve  high  reliability  in  the  measurement  of  field- 
of-view  and  magnification. 

The  control  program  consists  of  seven  basic  elements.  These 
are:  instruction  option,  test  item  identification,  setup  and 
alignment,  f ield-of-view  measurement,  magnification  measurement, 
distortion  calculation,  and  test  results  output.  A  simplified 
operational  flow  chart  of  the  program  is  presented  in  Figure  12. 

A  complete  listing  of  the  program  is  provided  in  Appendix  B. 


Instruction  option 

Initiating  the  program  results  in  an  option  for  a  review  of 
the  test  operating  instructions.  A  'YES'  response  will  display  a 
series  of  tutorial  graphics  and  text  screens  which  provide 
rudimentary  training  to  the  user.  Successive  screens  depict 
images  simulating  the  view  of  the  illuminated  slit  through  an 
ANVIS  type  device  along  with  text  describing  the  process. 

Examples  are  provided  of  the  various  positions  of  rotation  along 
with  descriptions  to  ensure  proper  alignment.  The  instruction 
section  can  be  bypassed  with  a  'NO'  response  at  the  prompt. 


Test  item  identification 

The  program  prompts  the  user  to  provide  test  item 
identification  data  (Figure  13) .  These  data  include  the  type  of 
device  under  test,  the  serial  number,  and  an  indication  of 
optical  channel  (left,  right,  or  n/a) .  In  addition,  field-of- 
view  parameter  requirements  are  requested.  This  allows  for 
testing  of  nonstandard  devices  which  may  have  f ield-of-view 
requirements  that  differ  from  ANVIS.  An  option  for  a  NOTE  line 
also  is  included  to  allow  the  entry  of  additional  descriptive 
information.  All  of  these  data  appear  in  the  printed  output  of 
the  performance  results. 


Setup  and  alignment 

Following  entry  of  identification  data,  the  control  program 
performs  steps  which  establish  alignment  and  initial  settings. 
RS-232  communication  is  established  via  a  null  modem  cable 
between  the  computer  and  the  Oriel  Encoder  Mike  controller.  Once 
this  is  successful,  the  setup  menu  (Figure  14)  displays  the 
current  settings  for  the  active  motor:  motor  speed,  absolute  and 
relative  positions,  and  degree  reference  from  relative  zero. 
System  status,  BUSY  or  IDLE,  is  indicated  also. 

The  setup  menu  offers  a  selection  of  seven  options.  The 
first  five  options  allow  selection  and  adjustment  of  motors  as 
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Figure  12.  Simplified  program  control  flow  chart. 
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Figure  13.  Sample  screen  for  identification  menu. 
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DejWM  &«■ 
active  0 


SYSTEM  IS  ERJE 


««<SYSIBM  SrAIUS>»> 


Figure  14.  Sample  screen  for  setup  menu. 


well  as  setting  of  absolute  and  relative  zero  positions.  Option 
1  allows  selection  between  motor  #1,  which  controls  the  large 
rotary  table  holding  the  device  under  test,  and  motor  #2,  which 
controls  the  small  rotary  table  holding  the  mini-dioptometer. 
Option  2  allows  the  current  position  of  the  active  motor  to  be 
defined  as  the  absolute  zero  reference  position.  This  absolute 
zero  position  is  used  as  a  straight  ahead  reference  for  equipment 
alignment.  Option  3  provides  for  the  setting  of  the  relative 
zero  position,  allowing  independent  field-of-view  measurements 
without  altering  the  absolute  zero  setting.  Option  4  provides 
setting  of  the  motor  speed  between  50  to  200  microns  per  second. 
Option  5  allows  movements  of  the  motor  either  a  set  distance  and 
direction  or  to  a  specific  location.  Moving  a  set  distance 
requires  input  of  direction,  LEFT  or  RIGHT,  and  distance,  entered 
in  units  of  microns.  (Note:  485  microns  corresponds  to 
approximately  l  degree  of  rotation.)  Moving  to  a  specific 
location  requires  input  of  location  position  in  microns.  In 
addition,  direct  movement  to  absolute  or  relative  zero  position 
is  provided. 

Upon  completion  of  all  the  alignments,  the  position  counter 
resets,  and  the  speed  control  settings,  option  6,  GOTO  FUNCTION 
MENU,  is  provided  to  begin  actual  testing.  Option  7  is  provided 
to  exit  the  control  program. 


Field-of-view  measurement 

From  the  function  menu  (Figure  15) ,  FIELD-OF-VIEW 
MEASUREMENT  must  be  selected  first,  as  the  procedures  for  the 
other  tests  are  dependent  upon  the  field-of-view  limits.  At  the 
field-of-view  menu  (Figure  16) ,  the  tester  optically  aligns  the 
slit  at  the  right  and  left  extremes  of  the  field-of-view.  This 
is  accomplished  by  movements  of  the  large  rotary  table  (motor 
#1) .  Rotation  to  the  left  is  performed  first  to  find  one  edge  of 
the  field-of-view.  Once  this  edge  is  positioned,  option  3  (RESET 
RELATIVE  ZERO)  is  used  to  identify  the  starting  point  for  the 
measurement.  Rotation  to  the  right  then  is  required  to  locate 
the  other  edge  of  the  field-of-view.  Option  4  then  is  used  to 
record  the  actual  field-of-view  into  the  program. 

Movement  to  the  center  of  the  field-of-view  is  accomplished 
with  option  5  which  calculates  the  field-of-view  and  center  of 
the  field-of-view  in  both  microns  and  degrees  (Figure  17) .  At 
this  point,  selection  of  submenu  option  1  will  move  the  large 
table  to  the  center  of  the  calculated  field-of-view  and  reset  the 
relative  position  to  zero. 

This  resetting  of  the  relative  scale  to  the  center  of  the 
field-of-view  is  necessary  for  subsequent  testing  of 
magnification  and  distortion.  At  the  conclusion  of  this  movement 


1C 


<<«SYSTBM  STATUS  »> 


♦kstsibi  saam»» 


Figure  16.  Saaq[>le  screen  for  field«of-vlew  aeasurenent. 
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Pigura  17.  Sample  screen  for  center  of  field*of>view. 


Figure  18.  Sample  screen  for  minidioptometer  installation. 
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to  the  field-of-viev  center,  the  user  will  be  proapted  to  install 
the  ainidioptometer  that  is  aounted  on  aotor  /2  (Figure  18) . 

With  these  iteas  in  place,  the  control  prograa  autoaatically  will 
select  aotor  #2  as  the  active  aotor  and  aove  into  the 
ainidioptoaeter  alignaent  subaenu.  Left  and  right  aoveaent  of 
aotor  #2  will  be  necessary  to  align  the  crosshairs  of  the  aini- 
dioptoaeter  to  the  slit  (Figure  19) .  Once  this  position  is 
identified,  the  relative  scale  for  aotor  #2  aust  be  reset  to  zero 
as  its  starting  reference,  using  option  3  froa  this  aenu.  These 
steps  coaplete  the  field**of-view  aeasureaent  portion  and  all 
necessary  preparations  for  the  subsequent  magnification  testing. 


Magnification  aeasureaent 

The  aagnif ication  test  procedure  begins  with  the  selection 
of  the  desired  nuaber  of  data  point  pairs  (n) ,  up  to  20  pairs 
(Figure  20) .  Data  are  to  be  collected  at  corresponding  angles  on 
both  sides  of  the  optical  axis.  Rotation  to  the  edge  of  the 
field-of-view  sets  the  first  point  of  data  collection  with  each 
additional  point  recorded  progressively  through  one  rotation  of 
the  table  to  the  other  edge  of  the  f ield-of-view.  [Note:  Only 
data  obtained  at  the  largest  angle,  i.e.,  full  f ield-of-view,  are 
used  to  calculate  magnification.  Data  for  intermediate  angles 
are  used  in  the  distortion  calculation. ] 

The  control  program  calculates  the  angular  size  of  the  steps 
based  on  the  number  of  data  point  pairs  requested  and  the  range 
of  the  f ield-of-view.  The  large  table  is  rotated  automatically 
first  to  each  point  along  the  measurement  region.  The  small 
rotational  table  holding  the  minidioptometer  then  is  rotated 
automatically  to  the  approximate  corresponding  angle  after  which 
small  adjustments  of  the  small  table  are  required  to  align  the 
crosshairs  (Figure  21) .  When  the  alignment  is  achieved,  the  data 
point  is  recorded  with  a  menu  option.  Subsequent  movements  to 
the  remaining  positions  occur  automatically  until  the  last  point 
is  recorded. 

When  the  last  data  pair  measurements  are  completed,  the 
calculation  of  system  magnification  is  performed  using  the 
following  formula: 


M  =  tan  (5,  /  tan  G, 


where 

tan  «  (tan  +  tan9»,')/2,  tan  G,  = 

n  «  1,  denoting  the  semifield  angle. 


(tan  G,  +  tan  G„')/2 


and  9,' 

and 


are  the  angles  associated  with  the  real  image 
rotations  within  the  magnification  procedure, 


O,  and  O,'  are  the  large  rotary  table  angles  associated  with 
the  point  pair  positions. 


Calculations  for  distortion  are  performed  immediately 
following  the  magnification  calculations.  Distortion 
calculations  are  based  on  the  theory  presented  in  Section  4.6.3 
of  MIL-A-49425(CR) .  Calculations  are  performed  using  the  data 
from  the  magnification  procedure.  The  distortion  at  any  point  is 
calculated  as: 

D  *  (tan  -  M  tan  O,)  /M  tan  ©,  x  100 
where  M  >■  the  system  magnification 
and  n  «  respective  point  pairs. 
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Figure  20.  Sanple  screen  #1  for  nagnif ication  and  distortion 
testing. 


MOTOR  «2  ACIIVB  M0T(» 


MOlXm  SFBBD 


GOKIROL  AND  DATA  CCHUKriKm 
POV,  MAGNinCATKXf.  A  IMSTCXmON 


PROORAM 

FOR 

MEASUREI 

4ENTS 

STRBM  IS  DU 


STATUS »> 


MACDnnCATTON  A  DISTORTION  TEST1NO 

TOTAL  i  DATA  P<NNTS  •  6 
CURRENT  DATA  POINr  •  1 
STEP  SOB  BETWEEN  POINTS  •  32S3 


1.  MOVE  LEFT 
X  MOVE  RKEn* 

3.  RECORD  DATA  POINT 

4.  ABOKT  PROCESS  (DATA  WILL  U  LOST) 


Figure  21.  Sample  screen  #2  for  magnification  and  distortion 
testing. 


The  program  control  returns  to  the  function  menu  (Figure 
15),  where  option  3  sends  the  test  results  to  the  printer.  A 
test  data  output  form  (Figure  22)  reports  the  test  item 
identification  data,  the  measured  system  f ield-of-view  and 
magnification  values,  and  the  percent  distortion  values  for  all 
test  points.  PASSED/FAILEO  notation  is  used  to  indicate  field- 
of -view  and  magnification  test  results. 

Option  4,  RETURN  TO  PREVIOUS  MENU,  exits  to  the  original 
setup  menu  (Figure  14)  for  realignment  of  the  rotational  motors 
to  their  zero  position.  The  program  should  be  restarted  at  this 
point  for  subsequent  testing.  This  allows  for  the  input  of  new 
identification  data  and  clearing  of  all  variables,  arrays, 
counters,  etc. 


DEVICE  TYPE  =  AN/AVS-6(V)1  TEST  DATE  =  11-22-1993  Time;  14:29:05 
SERIAL#  =960A  TUBE  «  RIGHT 


RUN  #1  HHB 

FOV  Spedfication  Limits:  38  -  41  Degrees 
FIELD-OF-VIEW  =  40.401  degrees  -  PASSED  - 
MAGNmCATION  =  1.020X  -  PASSED  - 

Center  of  FOV  is  345  microtis 
or  .7114957  degrees 

right  of  Absolute  zero 

DISTORTION  DATA: 

MAGNinCATION  VALUE  FOR  GRAPH  TRUL  »  1.0197680 
Position  in  degrees  %  Distortion 


20.2003 

-0.0333  % 

16.8346 

•0.5742  % 

13.4689 

-0.6206  % 

10.1032 

-1.2331  % 

6.7376 

-1.2718  % 

3.3719 

-2.1188  % 

3.3595 

-1.7575  * 

6.7252 

-1.0885  % 

10.0909 

-1.1095  % 

13.4565 

-0.5258  % 

16.8222 

-0.4967  % 

20.1879 

0.0333  % 

Figure  22.  Sample  test  results  output 


Measurement  procedure 


Prior  to  beginning  of  the  test  procedures,  the  physical 
setup  of  the  test  hardware  and  optics  must  be  aligned.  With  this 
achieved,  the  three  test  procedures  are  performed  in  the  sequence 
of  f ield-of-view,  magnification,  and  distortion.  Each  subsequent 
test  is  dependent  upon  data  from  the  previous  measurement. 
Field-of-view  and  magnification  require  physical  measurements; 
distortion  is  calculated  using  the  magnification  data.  Detailed 
steps  in  performing  the  alignment  tests  are  as  follows: 


Physical  equipment  setup  and  alignment 

Step  1  Perform  vertical  alignment  of  target  (gunsight) , 
vee-mount,  and  vertical  jack. 

Step  2  Rotate  large  table  to  visually  align  mounting  bar  on 
large  table  to  target  (gunsight) . 

Step  3  Turn  on  tungsten  filament  lamp  and  adjust  luminance  to 
approximately  lE-1  footlambert. 

Step  4  Mount  device  to  be  tested  onto  the  large  table. 


Me?t§\^rglP?nt  pypqr^^n 

Step  1  Apply  power  to  motor  controller  and  initiate 
control  program. 

Step  2  At  instruction  prompt,  enter  Y  to  review  instructions 
or  ent^r  N  to  bypass  instructions. 


Test  item  identification 

Step  3  Enter  name  of  device  under  test,  followed  by 
<CR>,  at  'TYPE  DEVICE'  prompt.  This  entry  is 
limited  to  20  characters. 

Step  4  Enter  serial  #  of  device  under  test,  followed 
by  <CR>,  at  'SERIAL  #'  prompt.  This  entry  is 
limited  to  20  characters. 

Step  5  For  dual  tube  devices,  enter  LEFT  or  RIGHT  to 
indicate  the  tube  under  test.  For  single 
tube  systems,  enter  H/A.  Follow  entry  with 
<CR>. 
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step  6  Enter  the  lower  and  upper  design  specifications,  in 
degrees,  for  system  field-of-view.  For  ANVIS,  the 
lower  limit  is  39  and  the  upper  limit  is  41.  Follow 
each  entry  with  <CR>. 

Step  7  At  'NOTE:'  prompt,  enter  up  to  20  characters 
which  further  describe  the  device  under  test. 

Follow  entry  with  <CR>. 

Step  8  If  the  entered  test  item  identification  data 
is  correct,  enter  Y.  If  corrections  are 
required,  enter  N  and  repeat  steps  3-7. 


S^tvtp  and 

step  9  At  motor  prompt,  select  the  large  table  motor 
by  pressing  1. 

Step  10  At  SETUP  menu,  press  2  to  reset  absolute 
zero. 

Step  11  Press  3  to  reset  relative  zero. 

Step  12  Press  4  to  set  the  motor  speed.  Enter  200, 

followed  by  <CR>. 

Note:  If  a  previous  measurement  has  been  made,  option  5  may  need 

to  be  selected  at  this  point  to  return  the  motor  to  absolute 

zero. 

step  13  Press  6  to  advance  to  FUNCTION  MENU. 

Step  14  At  this  menu  screen  press  1  to  select  field- 

of-view  measurement. 


Field-of-view  measurement 

Step  15  Looking  through  one  monocular,  rotate  the 
platform  to  the  left  until  the  edge  of  the 
field  is  located.  This  is  accomplished  by 
pressing  1  and  entering  the  desired  number  of 
micron  steps  to  be  moved,  followed  by  <CR>. 
For  ANVIS,  this  entry  will  be  approximately 
10,000. 

Step  16  By  alternating  between  right  (2)  and  left  (1) 
motor  movements,  in  decreasing  size,  position 
the  slit  on  the  extreme  right  edge  of  the 
field-of-view. 
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step  17  Press  3,  which  sets  the  relative  zero 
position. 

Step  18  Rotate  the  table  to  the  right  by  pressing  2 
and  repeating  bracketing  procedure  until  the 
slit  is  aligned  with  the  left  edge  of  the 
field-of-view. 

Step  19  Press  4  to  record  the  measured  field-of  view 
value. 

Step  20  Press  5  to  position  the  large  table  at  the 
center  of  the  measured  field-of-view.  At 
this  point,  measured  values  for  the  FOV  and 
center  of  FOV  will  be  displayed. 

Step  21  Press  l  to  reset  relative  zero  to  the  center 
of  the  measured  FOV. 

Step  22  At  the  dioptometer  installation  prompt,  set 
the  dioptometer  to  infinity,  position  the 
dioptometer  15  mm  behind  the  test  device 
ocular,  and  press  <any  key>  to  continue. 
Motor  #2  is  selected  automatically. 


Step  23  To  align  the  dioptometer  crosshairs  with  the 
slit,  select  1  and/or  2  to  make  the  necessary 
motor  movements. 

Step  24  When  alignment  is  achieved,  press  3  to  reset 
the  relative  zero  position  of  motor  #2. 

Step  25  Press  4  to  exit  the  DIOPTONETER  ALIGNMENT 
menu  and  return  to  the  CENTER  OF  FOV 
CALCULATIONS  menu.  Press  2  to  exit  this  menu 
and  return  to  the  FUNCTION  menu. 

Step  26  Press  2  to  begin  magnification  measurement. 

Step  27  Select  the  number  of  measurement  pairs  by 

pressing  1  and  entering  the  desired  value  up 
to  20  (40  data  points) .  An  entry  of  4  (8 
data  points)  is  recommended  for  ANVIS 
systems . 


step  28  Press  2  to  move  to  the  starting  position. 

This  results  in  the  large  table  moving  to  the 
first  data  point  position  and  the  small  table 
moving  to  an  approximate  corresponding 
position. 

Step  29  Press  3  to  begin  the  measurement. 

Step  30  Use  1  and/or  2  to  completely  align  the 

dioptometer  crosshairs  vith  the  illuminated 
slit.  When  alignment  is  achieved,  press  3  to 
record  the  data  point.  Movement  to  the  next 
data  point  is  automatic. 

Step  31  Repeat  30  until  each  data  point  measurement 
is  recorded.  After  the  last  data  point 
measurement  is  completed,  the  program 
calculates  magnification  and  distortion  and 
returns  to  the  FUNCTION  menu. 

Step  32  To  output  the  test  results,  press  3. 

Step  33  Press  4  to  return  to  the  SETUP  menu. 

Step  34  From  the  SETUP  menu,  press  1  for  the  motor 

selection,  press  1  to  select  large  rotary 
table  motor,  and  press  5  followed  by  1  to 
move  to  absolute  zero.  Press  3  to  reset  the 
relative  zero  position. 

Step  35  From  the  SETUP  menu,  press  1  for  motor 

selection,  press  2  to  select  small  rotary 
table  motor,  press  5  followed  by  1  to  move  to 
absolute  zero.  Press  3  to  reset  relative 
zero  position. 

Note:  Steps  34  and  35  realign  the  test  apparatus  to  its  physical 
center  for  subsequent  tests.  It  is  recommended  that  the  control 
program  be  halted  and  restarted  before  each  test.  This  clears 
all  program  variables,  flags,  and  data  arrays. 


Performance  data 

To  assess  the  reliability  of  the  improved  test  methodology, 
a  randomly  selected  ANVIS  tube  was  repeatedly  measured  five 
times.  For  each  test  trial  the  tube  was  removed  completely, 
remoiuited,  and  realigned.  Six  point  pairs  were  used  to  obtain 
the  distortion  values.  The  five  data  reports  are  provided  in 
Appendix  C. 


Angular  position 

Figure  23.  Distortion  (in  percent)  as  a  function  of  angular 
position  across  the  tube. 


Table  2  lists  the  field-of~view  and  magnification  values  for 
these  trials.  Table  3  lists  the  calculated  distortion  values  for 
each  point.  These  values  are  plotted  as  a  function  of  the 
angular  position  of  the  point  pairs  in  Figure  23. 

The  repeatability  of  the  distortion  data  is  investigated  in 
Table  4,  where  means  and  standard  deviations  for  the  values  at 
each  angular  position  for  the  five  trials  are  presented.  In  the 
strictest  sense,  the  five  separate  trials  do  not  provide 
distortion  values  for  the  exact  same  points.  This  is  a  result  of 
the  control  program's  method  of  determining  distortion 
measurement  points.  Equally  spaced  points  within  the  measured 
field~of~view  are  determined  based  upon  the  field^of^field 
measurement.  Since  there  is  variation  within  the  field-of-view 
measurements  across  trials  (Table  2} ,  each  trial  produces 
slightly  different  distortion  measurement  positions.  However, 
due  to  the  high  repeatability  in  the  FOV  measurement,  we  consider 
these  differences  to  be  very  small. 


Repeatability  perfon&ance  data. 


Trial  # 

POV 

(in  degrees) 

Magnif ication 

1 

40.401 

1.020X 

2 

40.370 

1.016X 

3 

40.359 

1.019X 

4 

40.349 

1.020X 

5 

40.380 

1.017X 

Mean 

40.372 

1.018X 

SD 

0.020 

0.002 

Table  3. 

Distortion  values  (in  percent) . 


Trial  4 


Position 

1 

2 

3 

4 

5 

1 

-0.0333 

-0.0111 

-0.0556 

-0.0222 

-0.0444 

2 

-0.5742 

-0.1890 

-0.5828 

-0.5666 

-0.3702 

3 

-0.6206 

-0.3401 

-0.7273 

-0.6562 

-0.5791 

4 

-1.2331 

-0.8157 

-1.0919 

-1.0330 

-1.0174 

5 

-1.2718 

-1.1903 

-1.7839 

-1.5948 

-1.3544 

6 

-2.1188 

-1.5258 

-1.7094 

-1.7328 

-1.7337 

7 

-1.7575 

-1.4047 

-1.1031 

-1.4908 

-1.2494 

8 

-1.0885 

-1.1292 

-1.4793 

-1.4729 

-1.1099 

9 

-1.1095 

-0.7742 

-0.8851 

-0.9503 

-0.8520 

10 

-0.5258 

-0.3084 

-0.5692 

-0.5930 

-0.4525 

11 

-0.4967 

-0.1630 

-0.4534 

-0.5149 

-0.2666 

12 

0.0333 

0.0111 

0.0556 

0.0222 

0.0445 

Distortion  dots  analysis. 


Angular 

position 

Naan 

SD 

1 

•0.0333 

0.0176 

2 

•0.4566 

0.1738 

3 

•0.5846 

0.1471 

4 

•1.0382 

0.1507 

5 

•1.4390 

0.2450 

6 

•1.7641 

0.2165 

7 

•1.4011 

0.2484 

8 

•1.2560 

0.2015 

9 

•0.9142 

0.1263 

10 

•0.4898 

0.1146 

11 

•0.3789 

0.1558 

12 

0.0333 

0.0176 

Pjggwggjgn 

These  system  components  and  software  were  assembled  to  speed 
up  the  process  of  data  collection  and  increase  the  accuracy  level 
of  the  measurements.  Using  a  microprocessor  to  control  the 
angular  positioning  of  the  tested  device  through  the  Mike  encoder 
motors  assures  accuracy  well  within  the  required  tolerances.  The 
computer,  through  software,  collects  the  data  directly  from  the 
encoder  positioner  control  interface  and  performs  the  required 
mathematical  calculations  and  functions.  This  greatly  reduces 
potential  for  human  error  and  accelerates  completion  of  the 
measxirement  task. 
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Appandlx  A. 

List  of  aanufacturera 

Doll  Ccsiputsr  Corporation 
9505  Arboratua  Blvd 
Austin,  TX  78759-7299 

Fishar  Sciantific  Coapany 
4901-Tlf  Laaoyna  Ava 
Chicago,  XL  60651 

Intal  Corporation 
3065-T  Bowars  Ava 
Santa  Clara,  CA  95051 

Microsoft  Corporation 
15220  Graanbriar  Parlcway 
Baavarton,  OR  97006-9937 

Orial  Corporation 
250  Long  Baach  Blvd 
P.O.  Box  872 
Stratford,  CT  06497 
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Control  prograa  sourco  coda 


10  REM  ****************************** 

20  REM  *  *  THIS  PROGRAM  IS  DESIGNED  FOR  USE  *  * 
30  REM  *  *  WITH  ORIEL  MICRO  POSITIONER  EQUIPMENT  USING  A  *  * 
40  REN  *  *  NULL  MODEM  CABLE  AMD  COM  PORT  2  ON  AN  IBM-AT  *  * 
50  REN  *  *  SYSTEM.  WRITTEN  BY  J.S.  MARTIN  -  1992  *  * 
60  REM  *  *  Revision  date  17  Feb  1993  *  * 
70  REM  *  *  THIS  VERSION  IS  FOR  COMBINED  FOV  /  MAGNIFICATION  /  *  * 
80  REN  *  *  AND  DISTORTION  /  USING  2  AXIS  ROTATIONAL  MOTORS  *  * 
85  REN  *  *  ON  THE  BEASLEY  TABLE  SETUP  *  * 


90  REM  ****************************** 

100  CLS:KEY  OFF:SCREEN  9:COLOR  15,1,1 

101  LOCATE  10,20:PRINT''  DO  YOU  WANT  INSTRUCTIONS. ..  (Y/N) ?" 

102  V$»INKEY$:IF  V$»""  THEN  102 

103  IF  V$-  "Y"  OR  V$-  "y"  THEN  GOSUB  9000: GOTO  110 
105  CLS 

110  REN  ***  variable  declaration 

12  0  Ul-0 : U2-0 : D1«0 : F1»0 : F2«0 : F3-0 : F4*0 : M*0 : PI-2  2 / 7 : Ml$-"Motor 
#l":M2$»"Motor  02" 

122  TD$-DATE$;C$-"" 

123  REM  ***  U1  8  U2  »  Spec  limits  for  test  item  FOV  *** 

125  DIN  Pl(30) ,P2(30) ,Q1(30) ,Q2(30) ,R1(30) ,R2(30) ,D(30)  'Dimension 
arrays 

130  Xl-85 : X2-515 : Y 1-5 : Y2-50 : B-1 : Bl-12 

140  GOSUB  610: 01-1 :B1«14: GOSUB  610:01-2 : Bl-12 : GOSUB  610:01-0 

150  Xl-10 : X2-100 : Yl-65 : Y2-90 : B»1 : Bl-14 

160  GOSUB  610: 01-1 :B1-10: GOSUB  610:01-0 

170  Xl-10 : X2-100 : Yl-105 : Y2-130 : B-1 :B1-14 

180  GOSUB  610: 01-1 :B1-10: GOSUB  610:01-0 

190  Xl-10 : X2-100 : Yl-147 : Y2-172 : B-1 : Bl-14 

200  GOSUB  610: 01-1 :B1-10: GOSUB  610:01-0 

2 10  Xl-10 : X2-100 : Yl-190 : Y2-215 : B-1 : Bl-14 

220  GOSUB  610: 01-1 :B1-10: GOSUB  610:01-0 

230  Xl-10 : X2-100 : Yl-230 : Y2-255 : B-1 : Bl-14 

240  GOSUB  610: 01-1 :B1-10: GOSUB  610:01-0 

250  Xl-27 : X2-228 : Yl-272 : Y2-303 : B-1 :B1-14 

260  GOSUB  610: 01-1: Bl-12: GOSUB  610: 01-2: Bl-14: GOSUB  610:01-0 

270  Xl-250 : X2-610 : Yl-63 : Y2-330 : Bl-10 

280  GOSUB  610:01-1: GOSUB  610: 01-2: GOSUB  610:01-0 

285  COLOR  14 

290  LOCATE  2, 13: PRINT”  CONTROL  AND  DATA  COLLECTION  PROGRAM  FOR  ” 

295  COLOR  10 

300  LOCATE  3, 13: PRINT”  FOV,  MAGNIFICATION,  &  DISTORTION  MEASUREMENTS” 
305  COLOR  15 

310  LOCATE  6, 15: PRINT” ACTIVE  MOTOR” 

315  LOCATE  9, 15:PRINT”NOTOR  SPEED” 

320  LOCATE  12, 15: COLOR  12:PRINT”ABS  Position” 

325  LOCATE  15, 15: COLOR  14:PRINT”REL  Position” 

330  LOCATE  17, 15: COLOR  10 : PRINT”Degrees  from” 

335  LOCATE  18 , 15 : PRINT”Relative  0”: COLOR  11 

340  LOCATE  23 , 6:PRINT”«<  SYSTEM  STATUS  >»”: COLOR  15 

345  GOSUB  2500 
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**«< 


SET  UP 


350  RBN  ***  SET-UP  MENU  *** 

355  CLS:COLOR  15:COLOR  14:L0CATE  6,34:PRI1IT* 

NSNU  »>**":  COLOR  15 
360  LOCATE  9,42:PRZ1IT'*1.  SELECT  MOTOR** 

370  LOCATE  11, 42 :  PRINT**! .  RESET  ABSOLUTE  ZERO** 

375  LOCATE  13,42:PRIMT**3.  RESET  RELATIVE  ZERO'* 

380  LOCATE  15, 42 :PRINT**4 .  SET  MOTOR  SPEED** 

390  LOCATE  17, 42: PRINT** 5.  MOVE  TO  A  POSITION** 

400  LOCATE  19, 42: PRINT** 6.  GOTO  FUNCTION  MENU** 

410  LOCATE  21,42:PRINT**7.  EXIT  PROGRAM** 

420  IF  M-0  THEN  GOSUB  820: GOTO  350 
430  GOSUB  630:GOSUB  910:GOSUB  800 
440  V$-INKEY$:IF  V$»****  THEN  440 
450  IF  V$-**1**THEN  GOSUB  820:GOTO  350 
460  IF  V$-'*2**THEN  GOSUB  1000: GOTO  350 
470  IF  V$-**3**THEN  GOSUB  1060:GOTO  350 
480  IF  V$«**4**THEN  GOSUB  1140: GOTO  350 
490  IF  V$*-**5**THEN  GOSUB  1180:GOTO  350 
500  IF  V$-**6**THEN  GOSUB  2000:  GOTO  350 
510  IF  V$««*7'*THEN  GOSUB  1500:GOTO  350 
520  BEEP:GOTO  440 
600  END 

610  REM  ***  View  port  draw  routine  *** 

620  VIEW  (X1-K>1,Y1-K)1)-(X2-01,Y2-01)  ,B,B1: RETURN 
630  REN  *  *  OPEN  CON  PORT  *  *  * 

640  OPEN  •*COM2:4800,N,8,1**  AS  #1 
650  GOSUB  670:GOSUB  710 
660  PRINT#l,'*R'*:GOSJB  730 :B$»**'': RETURN 
670  LOCATE  21, 7:  PRINT**  ** 

680  RETURN 

690  LOCATE  21,7:COLOR  14:PR1NT''  SYSTEM  IS  IDLE 
:COLOR  15:GOSUB  998 
700  RETURN 

710  LOCATE  21,7:COLOR  10: PRINT** SYSTEM  BUSY->  WAIT.  ..** '.COLOR  15 
720  RETURN 

730  REN  *  *  /  READ  POSITIONER  OUTPUT  *  *  * 

740  FOR  X-0  TO  1200:NEXT  X 
750  WHILE  HOT  EOF(l) 

760  A$-IMPUT$(LOC(l) ,#1) 

770  B$-B$-I>A$ 

780  WEND 
790  RETURN 

800  REN  *  *  *  CLOSE  COM  PORT  *  *  * 

810  PRINT#1,**L**: GOSUB  73 0:B$-'***: CLOSE: GOSUB  670:GOSUB  690:RETURN 
820  CLS:LOCATE  6,45:COLOR  14:PRINT***  *  SELECT  MOTOR  *  *  ** 

830  LOCATE  9,46:COLOR  15:PRINT*'l.  SELECT  MOTOR  #1** 

840  LOCATE  11, 46: PRINT**!.  SELECT  MOTOR  #2** 

845  GOSUB  995 

850  V$«IMXEY$:IF  V$-**'*  THEM  850 
860  IF  V$«**l**  THEN  890 
870  IF  V$-**2'*  THEN  900 
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880  BUPsGOTO  850 

890  60SUB  630:60SUB  730:PRI1IT#1,"K1*':I9-1:UX:ATE  6,3:PRIIIT  M1$ 

:60SUB  910:60SUB  800:RETURN 

900  60SUB  630:GOSUB  730 : PRINT#  11-2: LOCATE  6,3:PRINT  112$ 

:GOSl]B  910:60SUB  800: RETURN 

910  REM  *  *  READ  POSITION  DATA  *  * 

920  B$-"":PRINT#l,"A":GOSUB  730:A-VAL(B$) :B$-"" :PRINT#1, "P" 

:60SUB  730:R«VAL(B$)  :B$«"'* 

930  LOCATE  12,3:PRINT  "  '*:L0CATE  12,3:PRINT  A 

940  LOCATE  15,3:PRINT  "  ":L0CATE  15,3:PRINT  R 

950  LOCATE  18,3:PRINT  **  '':LOCATE  18, 3:Rl-R/484 .894:PRINT 

USING  "###.###’*;R1;: PRINT  CHR$(248) 

960  B$-"'*:PRINT#l,''I":GOSUB  730:S-VAL(1IID$(B$,7,3) )  :LOCATE  9,3:PRINT'' 
'•:LOCATE  9,5:PRINT  S:RETURN 
970  REN  *  *  *  ^eck  Systaa  for  BUSY  signal  *  *  * 

980  B$-"":PRINT#l,"Z'*:GOSUB  730:IP  B$<>"a''  THEN  980 
990  RETURN 

995  SOUND  4SO,7:SOUND  350, 5. 5:RETURM 

998  FOR  X-1  TO  3:SOUND  475,.8:FOR  Z-0  TO  650:NEXT  Z:NEXT  X:RETURN 
1000  CLS: LOCATE  9,53:PRINT''Ready  to  ••: COLOR  14: LOCATE  10, 50: PRINT 
"RESET  ABSOLUTE  ";:COLOR  15 .‘LOCATE  11, 50:PRINT"counter  to  zero" 

1010  LOCATE  13, 48: COLOR  10:PRINT"AR£  YOU  SURE  Y/N  ?": COLOR  15 

1020  V$-INKEY$:IF  V$-""  THEN  1020 

1030  IF  V$-"Y"OR  V$-"y"  THEN  1120 

1040  IF  V$-"N"OR  V$»"n"  THEN  RETURN 

1050  BEEP:GOTO  1020 

1060  CLS: LOCATE  9, 53 :PRINT"Ready  to  ": COLOR  14: LOCATE  10, 50: PRINT 
"RESET  RELATIVE  ";: COLOR  15: LOCATE  11, 50:PRINT"counter  to  zero" 

1070  LOCATE  13, 48: COLOR  10:PRINT"ARE  YOU  SURE  Y/N  ?": COLOR  15 

1080  V$»INKEY$:IF  V$=""  THEN  1080 

1090  IF  V$-"Y"OR  V$="y"  THEN  1130 

1100  IF  V$»"N"OR  V$»"n"  THEN  RETURN 

1110  BEEP: GOTO  1080 

1120  CLS:GOSUB  630: PRINT# l,"CA":GOSUB  730:B$-"":GOSUB  910 
:GOSUB  800: RETURN 

1130  CLS:GOSUB  630:PRINT#1,"CR":GOSUB  730:B$-"" :GOSUB  910 
:GOSUB  800: RETURN 

1140  CLS:LOCATE  13, 45: PRINT" Enter  new  SPEED  value" : LOCATE 
14,45:PRINT"BETWEEN  (.5  <->  200)" 

1150  LOCATE  17, 48: INPUT  "New  Speed" ;S 
1160  IF  S<  .5  OR  S>200  THEN  1150 

1170  GOSUB  630:PRINT#1,"V";S:GOSUB  910:GOSUB  800: RETURN 
1180  REM  ***  Move  the  notors  routine  *** 

1190  CLS :V$-"": LOCATE  6,45:COLOR  14:PRINT"«  MOVEMENT  MENU  »" 

: COLOR  15 

1200  LOCATE  9,42:PRINT"1.  MOVE  TO  ABSOLUTE  ZERO" 

1210  LOCATE  11,42:PRINT"2.  MOVE  TO  RELATIVE  ZERO" 

1220  LOCATE  13,42:PRINT"3.  MOVE  TO  SPECIFIC  POSITION" 

1230  LOCATE  15,42:PRINT"4.  MOVE  SET  DISTANCE  t  DIRECTION" 

1240  LOCATE  17,42:PRINT"5.  RETURN  TO  PREVIOUS  MENU" 


1250  V$«I11KSY$:IF  V$«"*  THEN  1250 
1260  IF  V$««l«  THEN  GOSUB  1320: GOTO  1180 
1270  IF  V$-"2''  THEN  GOSUB  1350:GOTO  1180 
1280  IF  V$«"3"  THEN  GOSUB  1380:GOTO  1180 
1290  IF  V$««4”  THEN  GOSUB  1450:GOTO  1180 
1300  IF  V$-"5"  THEN  V$-«":RETURN 
1310  BEEPrGOTO  1250 

1320  REM  *  *  *  MOVE  TO  ABSOLUTE  ZERO  *  *  * 

1330  CLS: LOCATE  13, 44: COLOR  12: PRINT  "MOVING  TO  ABSOLUTE  ZERO" 

: COLOR  15 

1340  GOSUB  630:PRINT  #1,"G  0":GOSUB  97 0:B$«"": GOSUB  910 
:GOSUB  800:RETURN 

1350  REM  *  *  *  MOVE  TO  RELATIVE  ZERO  *  *  * 

1360  CLS: LOCATE  13, 44: COLOR  12: PRINT  "MOVING  TO  RELATIVE  ZERO" 

: COLOR  15 

1370  GOSUB  630: IP  R<0  THEN  J-ABS(R)  ELSE  J«R-(R*2) 

1372  PRINT  #1,"T";J: GOSUB  970 :B$-"": GOSUB  910:GOSUB  800:RETURN 
1380  REM  *  *  *  MOVE  TO  SPECIFIC  POSITION" 

1390  CLS: LOCATE  9, 42: PRINT" ENTER  THE  COLOR  14 : PRINT"ABSOLUTE 
" ; : COLOR  15 : PRINT"POSITION" 

1400  LOCATE  10,46:PRIMT"TO  MOVE  TO" 

1410  LOCATE  12,42:PRINT"Include  Neg  (-)  sign  as  appropriate" 

1420  LOCATE  15,42:INPUT"<  -999999  to  999999  >",*N 

1430  IF  N<  -999999!  OR  N>  999999!  THEM  LOCATE  15, 41: PRINT  " 

": BEEP: GOTO  1420 

1440  GOSUB  630:GOSUB  730 :B$-"" .‘PRINT  #1, "G";N: GOSUB  970:B$«"" 

.‘GOSUB  910:GOSUB  800.‘RETURN 

1450  REM  ***  MOVE  DIRECTION  6  DISTANCE  *** 

1455  CLS: LOCATE  9,42:PRIMT"LEFT  OR  RIGHT  MOVEMENT  (L/R) " 

1460  V$-INKEY$:IP  V$»""  THEN  1460 

1465  IF  V$«"R"  OR  V$»"r"  THEN  1470 

1466  IF  V$-"L"  OR  V$-"l"  THEN  1480 
1468  BEEP:GOTO  1450 

1470  CLS: COLOR  14: LOCATE  11, 40: PRINT" ENTER  #  STEP  TO  MOVE  R-I-G-H-T" 
1475  LOCATE  13, 45. ‘INPUT  N:GOSUB  1490:RETURN 

1480  CLS: COLOR  14: LOCATE  11, 40: PRINT" ENTER  #  STEP  TO  MOVE  L-E-F-T" 
1485  LOCATE  13,45:INPUT  M:N»N-N*2 : GOSUB  1490:RETURN 
1490  GOSUB  630:GOSUB  730 :B$«"": PRINT  #1, "T" ,‘N: GOSUB  970 : B$«"" : GOSUB 
910:GOSUB  800:RETURN 

1500  CLS:LOCATE  12, 43: PRINT" ARE  YOU  SURE  (Y/N)?" 

1510  V$-INKEY$:IF  V$-""  THEM  1510 
1520  IP  V$«"y"  OR  V$-"Y"  THEN  1540 
1530  IP  V$«"n"  OR  V$-"N"  THEN  RETURN 
1540  VIEW: CLS: SCREEN  0.‘ON  ERROR  GOTO  0:END 
2000  REN  ***  FUNCTION  MENU  SELECTION  *"* 

2010  CLS:COLOR  14:LOCATE  6,35‘.PRINT"  *<*<*  FUNCTION  MENU  SELECTION 

*>*>*«: COLOR  15 

2020  LOCATE  9, 42: PRINT" 1.  FIELD-OF-VIEW  MEASUREMENT" 

2030  LOCATE  11, 42 :PRINT"2 .  MAGNIFICATION  8  DISTORTION" 

2040  LOCATE  12,51‘.PRINT"MEASUREMENTS" 

2050  LOCATE  14,42:PRINT"3.  OUTPUT  RESULTS  TO  PRINTER" 


2060  LOCATE  16, 42 : PRINT" 4 .  RETURN  TO  PREVIOUS  MENU” 

2070  V$«INKEY$:IF  V$-""  THEN  2070 
2080  IF  V$-"l"  THEN  GOSUB  3000:60TO  2010 
2090  IF  V$«"2"  THEN  GOSUB  4000:GOTO  2010 
2100  IF  V$-"3”  THEN  GOSUB  7000: GOTO  2010 
2110  IF  V$-"4"  THEN  V$-"":RETURN 
2120  BEEP:GOTO  2070 

2500  REM  ***  GET  ID  DATA  FOR  TESTED  DEVICE  *** 

2510  CLS:LOCATE  6, 35: PRINT" IDENTIFICATION  FOR  TESTED  DEVICE" 

2520  LOCATE  9, 40:PRINT"TYPE  DEVICE:" 

2530  LOCATE  11, 40: PRINT "SERIAL  #:” 

2540  LOCATE  13,40:PRIMT"LEFT/RIGHT  or  N/A:" 

2545  LOCATE  15, 40:PRINT"FOV  Specification  liaits  " 

2546  LOCATE  16, 33:PRINT"Lower  Limit:”: LOCATE  16, 55: PRINT  "Upper 
Limit:" 

2550  LOCATE  9, 52: INPUT  D$ 

2560  LOCATE  11, 50: INPUT  Sl$ 

2565  LOCATE  13, 59: INPUT  T2$ 

2568  LOCATE  16, 45: INPUT  U1 
2570  LOCATE  16, 67: INPUT  U2 

2575  LOCATE  19, 35: PRINT  "NOTES:  " 

2576  LOCATE  19, 42: INPUT  C$ 

2580  CLS: LOCATE  6, 35: COLOR  14 : PRINT"TEST  ID  DATA:" 

2590  LOCATE  9, 40: PRINT "DEVICE  TYPE  IS:  ";:COLOR  15:PRINT  D$:COLOR  14 
2600  LOCATE  11, 40:PRINT"SERIAL  #  IS:  ";: COLOR  15: PRINT  Sl$: COLOR  14 

2610  LOCATE  13,40:PRINT"SELECTED  TUBE  IS:  COLOR  15: PRINT  T2$ 

: COLOR  14 

2611  LOCATE  15, 35:PRINT"FOV  Specification  Limits COLOR  15 ‘.PRINT 
Ul;"-";U2: COLOR  14 

2615  LOCATE  17,45:PRINT  "NOTES :": COLOR  15:LOCATE  18,35:PRINT  C$ 

2620  LOCATE  20, 35:PRINT"IS  THIS  CORRECT?  (Y/N) " 

2630  V$»INKEY$:IF  V$«""  THEN  2630 
2640  IF  V$-"N"  OR  V$«"n"  THEN  2500 
2650  IP  V$»"Y"  OR  V$«"y"  THEN  RETURN 
2660  BEEP:GOTO  2630 
3000  REN  ***  FOV  MENU  *** 

3010  CLS: COLOR  14: LOCATE  6, 35: PRINT"  <-<-<-  FIELD-OF-VIEW 
COLOR  15 

3020  LOCATE  9, 42: PRINT"! .  MOVE  LEFT" 

3030  LOCATE  11, 42 :PRINT"2 .  MOVE  RIGHT" 

3040  LOCATE  13 , 42 :PRINT"3 .  RESET  RELATIVE" 

3050  LOCATE  15, 42 :PRINT"4 .  RECORD  POV" 

3060  LOCATE  17 , 42 :PRINT"5.  CENTER  OF  POV  CALCULATIONS" 

3070  LOCATE  19 , 42 :PRINT"6.  RETURN  TO  FUNCTION  MENU" 

3080  V$-INKHx$:IF  V$«""  THEN  3080 
3090  IP  V$-"l"  THEN  GOSUB  3200:GOTO  3010 
3100  IF  V$-"2"  THEN  GOSUB  3300:GOTO  3010 
3110  IF  V$<-"3"  THEN  GOSUB  1060 :A4-A: GOTO  3010 
3120  IF  V$«"4"  THEN  GOSUB  3400:GOTO  3010 
3130  IF  V$-"5"  THEN  GOSUB  3500:GOTO  3010 
3140  IP  V$-"6"  THEN  RETURN 
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3150  BEEP: GOTO  3080 

3200  REM  *  *  *  MOVE  LEFT  *  *  * 

3210  CLStCOLOR  14:LOCATE  11,40:PRINT'»ENTER  #  STEP  TO  MOVE  L-E-F-T" 
3220  LOCATE  13,45:INPUT  N:N«N-N*2:GOSUB  1490:RETURN 
3300  REM  *  *  *  MOVE  RIGHT  *  *  * 

3310  CLS:COLOR  14:LOCATE  11, 40 .•PRINT" ENTER  #  STEP  TO  MOVE  R-I-G-H-T" 

3320  LOCATE  13,45:INPUT  N:GOSUB  1490:RETURN 

3400  REM  ***  RECORD  FIELD  OF  VIEW  MEASUREMENT  *** 

3410  CLS: LOCATE  6, 34;PRINT"RECORD  FIELD-OF-VIEW  MEASUREMENT" 

3420  LOCATE  9 , 4 0 : PRINT"THE  CURRENT  FOV  IS:  ";:PRINT  USING  "###.###"; 
Rl;:PRINT  CHR$(248) 

3430  LOCATE  12,42:COLOR  12:PRINT"IS  THIS  CORRECT  (Y/N) " 

3440  V$-INKEY$:IF  V$»""  THEN  3440 

3450  IF  V$*"N"  OR  V$»"n"  THEN  RETURN 

3460  IF  V$»"Y"  OR  V$»"y«  THEN  3480 

3470  BEEP:GOTO  3440 

3480  F1»R1:F2»R:F4*A: RETURN 

3500  REM  ***  CENTER  OF  FOV  CALCULATIONS  **> 

3510  CLS: LOCATE  6, 40: COLOR  14 : PRINT" CENTER  OF  FOV  CALCULATIONS" 

3520  LOCATE  8 , 35 : PRINT" CURRENT  FOV  IS  ";:PRINT  USING  "###.###";F1; 

: PRINT  CHR$(248) 

3530  D»(F2*.5)-F4:R3=F2*.5:R3*FIX(R3) 

3540  LOCATE  10, 35:PRINT«CENTER  OF  FOV  =";:PRINT  USING 
(.5*F2)/484. 894;: PRINT  CHR$(248) 

3560  LOCATE  12 , 35 :PRINT"CENTER  OF  FOV  IS  " ;D; "MICRONS  " 

3570  LOCATE  13 , 49 :PRINT"OR" ; :PRINT  USING  "/##. ###";D/484. 894 ;: PRINT 
:^$<248) 

3580  LOCATE  14 , 48 :PRINT"FROM  ABSOLUTE  0": COLOR  15 

3590  LOCATE  16, 35: PRINT" 1.  RESET  RELATIVE  0  TO  CENTER  FOV" 

3600  LOCATE  18,35:PRINT"2.  EXIT  THIS  MENU" 

3610  V$*INKEY$:IF  V$*""  THEN  3610 

3620  IF  V$="l"  THEN  GOSUB  37 00 :F3=1: RETURN 

3630  IF  V$*"2"  THEN  RETURN 

3640  BEEP:GOTO  3610 

3700  REM  ***  MOVE  TO  HALF  FOV  *** 

3710  CLS: LOCATE  6, 35: COLOR  12 :PRINT"THIS  PROCESS  WILL  TAKE  A  FEW 
MINUTES" 

3711  LOCATE  7, 35: PRINT" PLEASE  WAIT . " 

3712  LOCATE  10, 40: COLOR  14 : PRINT"MOVING  TO  CENTER  OF  FOV - " 

3713  GOSUB  630:GOSUB  730:B$*"":D2«R3-(R3*2) :PRINT  #1,"T";D2: 

GOSUB  970:B$="" 

3714  LOCATE  10, 40: COLOR  14 : PRINT"RESETING  RELATIVE  0 . " 

3715  PRINT  #l,"CR":GOSUB  730 :B$="": GOSUB  910:GOSUB  800 

3716  FOR  X=1  TO  2000: NEXT  X 

3718  GOSUB  995: CLS: LOCATE  7,35:PRINT"PLEASE  INSTALL  THE  " 

3719  LOCATE  8, 40: PRINT "DIOPTOMETER  &  MOTOR  #2" 

3720  LOCATE  9, 38 : PRINT" FOR  THE  NEXT  PHASE . ": GOSUB  995 

3721  LOCATE  13 , 35:PRINT"PRESS  ANY  KEY  TO  CONTINUE  ..." 

3722  V$=INKEY$:IF  V$*""  THEN  3722 

3725  GOSUB  900 

3726  CLS: LOCATE  6, 35: COLOR  14 : PRINT"DIOPTOMETER  ALIGNMENT" : COLOR  15 
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3730  LOCATE  9,42 :PRIHT'*1.  HOVE  LEFT** 

3735  LOCATE  11,42:PRZNT"2.  MOVE  RIGHT" 

3740  LOCATE  13,42:PRINT"3.  RESET  RELATIVE  0" 

3745  LOCATE  15,42:PRINT"4.  EXIT" 

3750  V$-INKEY$:IF  V$-""  THEN  3750 
3760  IF  V$«"l"  THEN  GOSUB  3200:GOTO  3726 
3765  IF  V$«"2"  THEN  GOSUB  3300:GOTO  3726 
3770  IF  V$«"3"  THEN  GOSUB  1060:GOTO  3726 
3775  IF  V$-"4"  THEN  RETURN 
3780  BEEP:GOTO  3750 

4000  REM  ***  MAGNIFICATION  6  DISTORTION  MEASUREMENTS  *** 

4010  CLS:IF  F3  THEN  4030 

4020  LOCATE  9,35:PRINT"FIELD-OF>VIEH  MEASUREMENTS  MUST  BE  " 

4022  LOCATE  11, 35: PRINT" COMPLETED  BEFORE  THIS  PROCESS" 

4023  LOCATE  13, 35: PRINT" CAM  BE  ACCOMPLISHED" 

4025  LOCATE  15, 35: COLOR  14 : PRINT"PRESS  ANY  KEY  TO  CONTINUE . 

".‘COLOR  15 

4026  GOSUB  995 

4027  V$»INKEY$:IF  V$-""  THEN  4027 

4028  RETURN 

4030  LOCATE  6, 35: COLOR  14 :PRINT"MAGNIFICATION  6  DISTORTION 
MEASUREMENTS": COLOR  15 

4040  LOCATE  9, 40: PRINT" 1.  SELECT  #  OF  DATA  POINT  PAIRS" 

4050  LOCATE  11, 40:PRINT"2 .  MOVE  TO  TEST  START  POSITION" 

4060  LOCATE  13, 40: PRINT"! .  START  TEST" 

4065  LOCATE  15,40:PRINT"4,  EXIT  TO  PREVIOUS  MENU" 

4070  V$«INKEY$:IF  V$«""  THEN  4070 
4080  IF  V$«"l"  THEN  GOSUB  4500:6OTO  4000 
4090  IF  V$-"2"  THEN  GOSUB  4800:GOTO  4000 
4100  IF  V$»"3"  THEN  GOSUB  5000:RETURN 
4110  IF  V$-"4"  THEN  RETURN 
4120  BEEP:60T0  4070 

4500  REM  ***  get  niunber  of  data  point  pairs  *** 

4510  CLS: LOCATE  9, 35: PRINT" Enter  the  number  of  data  point  pairs" 

4520  LOCATE  10, 35:PRINT"for  Magnification  &  Distortion  testing:" 

4525  LOCATE  12,37:PRINT"MAX  POSSIBLE  IS  20" 

4530  LOCATE  14, 40: INPUT  NP 

4540  CLS:LOCATE  9, 35: PRINT" You  have  selected" ;NP; "DATA  POINT  PAIRS" 
4550  S1«FIX(R3/NP) : LOCATE  11, 35:PRINT"This  will  be";NP*2;"data 
points" 

4555  LOCATE  13 , 35:PRINT"Step  size  between  data  points  " 

4560  LOCATE  14,35:PRINT"will  be"; SI; "microns  or";:PRINT  USING 
"### . ###" ;Sl/484 . 894 ; :PRINT  CHR$ (248) 

4570  NS=NP-1: LOCATE  16,35:PRINT"There  will  be";NS+l;"data  points  on  " 
4580  LOCATE  17 , 35: PRINT" each  side  of  center" 

4590  LOCATE  20,40:PRINT"Is  this  correct  (Y/N)?" 

4600  V$»INKEY$:IF  V$«""  THEN  4600 
4610  IF  V$«"Y"  OR  V$-"y"  THEN  4650 
4620  IF  V$«"N"  OR  V$-"n"  THEN  4500 
4630  BEEP:GOTO  4600 
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4650  Dl-1: RETURN 

4800  REM  ***  Move  to  Magnification  /  Distortion  test  starting  Point 
4805  CLS:IF  Dl-0  THEN  4870 

4810  LOCATE  8, 35: COLOR  14 : PRINT"REAOy  to  MOVE  to  TEST  START  POSITION” 

4820  LOCATE  10, 49: PRINT” (Y/N) COLOR  15 

4830  V$-IMKEy$:IF  V$-””  THEN  4830 

4840  IF  V$»”y”  OR  V$-”y”  THEN  4900 

4850  IF  V$<->”N”  OR  V$-”n”  THEN  RETURN 

4860  BEEP:GOTO  4830 

4870  LOCATE  8, 35: COLOR  14: PRINT  ”N\mber  of  data  point  sust  be  ” 

4875  LOCATE  9, 35: PRINT” entered  before  soveiMnt” 

4880  LOCATE  11,40:PRINT”PRESS  ANY  KEY  TO  CONTINUE. ...” :COLOR  15 
:GOSUB  998 

4885  V$«INKEY$:IF  V$-””  THEN  4885 
4890  RETURN 

4900  REM  ***  Bove  to  start  position  *** 

4910  60SUB  890:6OSUB  630: PRINT  #l,”T”;R3:GOSUB  970:B$-”” 

:60SUB  910:GOSUB  800 

4920  GOSUB  900:X1«R3' (R3*2) :GOSUB  630:PRINT  #1, ”T” ;Xl:GOSUB  970: 
B$-””:GOSUB  910  :GOSUB  800:GOSUB  995 
4990  D4-l:RETURN 

5000  REM  ***  Start  test  for  nagnification  *** 

5010  CLS:IF  D1«0  THEN  5020  ELSE  5040 

5020  LOCATE  9, 35: COLOR  14 : PRINT”Nuinber  of  DATA  POINT  PAIRS” 

5025  LOCATE  10, 35:PRINT”must  be  selected  before  TESTING  can  begin” 

: COLOR  15 

5027  LOCATE  13, 35: PRINT  "PRESS  ANY  KEY  TO  CONTINUE” : GOSUB  998 
5030  V$»INKEY$:IF  V$*”"  THEN  5030 
5035  RETURN 

5040  IF  D4«0  THEN  5042  ELSE  5050 

5042  LOCATE  9, 35: COLOR  14 :PRINT"LARGE  TABLE  MUST  BE  AT  START 
POSITION” 

5043  LOCATE  10, 35:PRINT"BEFORE  TESTING  CAN  BEGIN . ”: COLOR  15 

5044  LOCATE  13 , 35:PRINT"PRESS  ANY  KEY  TO  CONTINUE” : GOSUB  998 

5045  V$»INKEY$:IF  V$-”"  THEN  5045  • 

5046  RETURN 

5050  CLS:LOCATE  14,35:PRINT”SETTING  UP...  PLEASE  HAIT”:GOSUB  900 
5053  FOR  K*1  TO  NP*2 

5055  CLS: LOCATE  6, 35: COLOR  14 : PRINT”MAGNIFICATION  6  DISTORTION 
TESTING”: COLOR  15 

5060  LOCATE  8, 35:PRINT"TOTAL  #  DATA  POINTS  -";NP*2 
5070  LOCATE  9,35:PRINT”CURRENT  DATA  POINT  -” 

5080  LOCATE  10, 35:PRINT”STEP  SIZE  BETWEEN  POINTS  -”;S1 
5090  LOCATE  12, 35: PRINT  ”1.  MOVE  LEFT” 

5100  LOCATE  14, 35: PRINT  ”2.  MOVE  RIGHT" 

5110  LOCATE  16, 35: PRINT  ”3.  RECORD  DATA  POINT” 

5120  LOCATE  18, 35: PRINT  ”4.  ABORT  PROCESS  (DATA  WILL  BE  LOST)” 

5130  LOCATE  9, 55 '.PRINT  K 

5140  V$-INKEY$:IF  V$-”"  THEN  5140 

5150  IF  V$>-”1”  THEN  GOSUB  3200:GOTO  5055 
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SXCO  ZF  Vf-oa*  THBM  OOSOB  3300:GOXD  5055 

5170  IP  V^«3”  THBM  GOSOB  S500:XF  K<  (IIP*2)  THEN  NEXT  K  ELSE  5600 
5180  IF  V$>-'*4”  THEN  60SUB  6000x60TO  5055 
5190  BEEPXGOTO  5140 

5500  REN  ***  RECORD  DATA  POINT  AND  MOVE  ON  *** 

5510  R2(K)-ABS(R1) 

5520  GOSUB  890 
5530  R1(K)«ABS(R1) 

5535  IF  K-NP*2  THEN  5590 

5540  IP  K-NP  THEN  S2-S1*2  ELSE  S2-S1 

5550  CLSXLOCATE  14,35:PRINT”MOVZN6  TO  NEXT  POINT...  PLEASE  WAIT" 

5560  GOSDB  630:GOSUB  730 :B$«”":S2-S2-S2*2: PRINT  01,"T*>t32x 
GOSUB  970 GOSUB  910:GOSUB  800 
5570  GOSUB  900 

5580  GOSUB  630:GOSUB  730 :B$-"'':S2«S2-S2*2: PRINT  #1,"T'';S2: 

GOSUB  970:B$-'*'*:GOSUB  910:GOSUB  800 
5590  V$-INKEY$:IP  V$<>""  THEN  5590 
5595  RETURN 

5600  REM  ***  BACK  FILL  THE  ARRAYS  -  CALCULATIONS  AND  EXIT  PROCESS  *** 
5610  FOR  X«1  TO  NP:P1(X)-R1 (X) :P2 (X)-R2 (X) :NEXT  X 
5615  J«0 

5620  FOR  X«NP*2  TO  NP-t-1  STEP  -1:  J-J+lxQl (J)-Rl(X)  :Q2  (J)«R2 (X)  :NEXT  X 
5622  REM  ***  MAGNIFICATION  CALCULATIONS  *** 

5625  X-1 

5630  LP«TAN(P2(X)*PI/180)  :LQ-TAN(Q2  (X)  *PI/180)  xL-CLP-t-LQ) /2 
5635  BP-TAN  (PI  (X)*PI/ 180)  :BQ-TAN(Q1(X)  *PI/180)  :B«(BP-<-BQ) /2 
5640  MX-L/B 

5650  REN  ***  DISTORTION  CALCULATIONS  *** 

5700  FOR  X«1  TO  NP 

5705  LP-TAN(P2(X)*PI/180) :LQ«TAN(Q2 (X) *PI/180) 

5710  L(X)-(LP+LQ)/2 

5715  NEXT  X 

5720  J-0:FOR  X-1  TO  NP 

5725  J»J+1:B-MX*(TAN(R1(X)*PI/180)) 

5730  D(X)-((L(J)-B)/B)*100 

5735  NEXT  X 

5736  J-0:FOR  X-NP*2  TO  NP+1  STEP  -1 

5737  J-J-t-l:B-NX*(TAN(Rl(X)*PI/180)) 

5738  D(X)-((L(J)-B)/B)*100 
5740  NEXT  X 

5999  RETURN 

6000  CLSxLOCATE  14,35:PRINT  "ABORT  THE  PROCESS - " 

6005  LOCATE  16, 35: PRINT  "ARE  YOU  SURE  (Y/N)  ?" 

6010  V$-INKEY$:IF  V$-""  THEN  6010 

6020  IP  V$-"Y"  OR  V$-"y"  THEN  4000 
6030  IP  V$-"N"  OR  V$-"n"  THEN  RETURN 
6040  BEEP:GOTO  6010 

7000  REN  ***  OUTPUT  DATA  TO  PRINTER  *** 

7005  ON  ERROR  GOTO  8000 

7010  LPRINT"DEVICE  TYPE  -";D$;"  TEST  DATE  -"; DATES;" 

TiM:";TIME$ 


7020  LPRINT''SERIAIi#  TUBE  -";T2$ 

7030  LPRINT:LPRINT  C$:DD-ABS(D)  :IF  D<  0  THEN  LR$«'*left''  ELSE 
LR$-''right'' 

7035  LPRINT:LPRINT"FOV  Specification  Limits:  ••;U1;''-*';U2;" Degrees" 
7040  LPRINT"FIELD-OF-VIEW  -  ";:LPRINT  USING  "###.#/#"; FI ; :LPRINT" 
degrees" ; 

7042  IF  FI  <  U1  OR  Fl>  U2  THEN  LPRINT"-  FAILED  -"  ELSE  LPRINT"- 
PASSED  •" 

7045  LPRINT"HAGNIFICATION  LPRINT  USING  :LPRINT"X"; 

7046  IF  MX  <.95  OR  M>1.05  THEN  LPRINT"-  FAILED  -"  ELSE  LPRINT  "- 
PASSED  -" 

7047  LPRINT: LPRINT"Center  of  FOV  is" ;DD; "Microns  or";: LPRINT  USING 
''##.###";DD/484. 894; "DEGREES  ";LR$;"  OF  ABSOLUTE  ZERO" 

7048  LPRINT :LPRINT"DISTORTION  DATA: 

7049  LPRINT  "MAGNIFICATION  VALUE  FOR  GRAPH  TRIAL  >";: LPRINT  USING 

"##.####" ;MX 

7050  LPRINT :LPRINT"Position  in  degrees  %  Distortion" 

7055  FOR  X«1  TO  NP*2 :AK»R1 (X) 

7060  LPRINT  USING  "##.####" ;AK; : LPRINT"  ";:LPRINT 

USING  "##.####";D(X) ;: LPRINT"  %" 

7070  NEXT  X 

7110  LPRINT  CHR$ ( 12 ): RETURN 

8000  REM  ***  ERROR  TRAPPING  FOR  PRINTER  OFF  LINE  CONDITION  *** 

8010  CLS:LOCATE  14 , 35:PRINT"P  RINTER  ERROR!  !" 

8020  LOCATE  16, 35: PRINT "CHECK  ON-LINE  SETTING  &/OR  POWER  SWITCH..." 

8030  GOSUB  995 ‘.LOCATE  19, 35 ‘.PRINT  "PRESS  ANY  KEY  TO 

CONTINUE. . .":GOSUB  995 

8040  V$»INKEY$:IP  V$«""  THEN  8040 

8050  RESUME  7000 

9000  CLS:KEY  OFF: SCREEN  9: COLOR  4:GOTO  9430 
9010  REM  ***  center  slit  *** 

9020  LINE  (295,70)-(305,70) ,2 
9030  LINE  (295,220)-(305,220) ,2 
9040  LINE  (295,220)-(295,70) ,2 
9050  LINE  (305,70)-(305,220) ,2 
9060  PAINT  (300,100) ,2,2 
9070  RETURN 

9080  REM  ***  edge  slit  *** 

9090  LINE  (177,70)-(187,70) ,2 
9100  LINE  (177,220)-{187,220) ,2 
9110  LINE  (177,220)-(177,70) ,2 
9120  LINE  (187,70)-(187,220) ,2 
9130  PAINT  (180,100) ,2,2 
9140  RETURN 

9150  REM  ***  circle  draw 
9160  CIRCLE  (300,150) ,130,8, , ,1 
9170  CIRCLE  (300,150) ,120,8,,, 1 
9180  PAINT  (183,200) ,8,8 
9190  RETURN 

9200  REM  ***  crosshair  draw  edge  *** 

9210  LIME  (135,150)-(225,150) ,15 
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9220  LUIB  (100, 100) -(180, 200), 15 
9230  IRURN 

9240  RBI  ***  crosshair  drav  aid  point  *** 

9290  LIMB  (200,150)-(290,150) ,15 
9260  LIMB  (245, 100) -(245, 200), 15 
9270  RETORN 

9280  REN  ***  crosshair  draw  csntsr  *** 

9290  LINE  (255,150)-(345,150) ,15 
9300  LINE  (300,100)-(300,200) ,15 
9310  RETURN 

9320  REN  ***  Slit  at  Bid  point  *** 

9330  LINS  (240,70)-(250,70) ,2 
9340  LINE  (240,220)-(250,220),2 
9350  LINE  (240,70)-(240,220) ,2 
9360  LINE  (250,70)-(250,220) ,2 
9370  PAINT  (245,100) ,2,2 
9380  RETURN 

9390  LOCATE  1, 24 : PRINT” PRESS  ANY  KEY  TO  CONTINUE...” 

9400  V$-INKEY$:IF  V$-””  THEN  9400 

9410  LOCATE  1,24: PRINT”  ” 

9420  RETURN 
9430  CLS: COLOR  2 

9440  LOCATE  20, 15: PRINT  ”This  is  a  brief  instructional  outline  to 
describe” 

9450  LOCATE  21, 15:PRINT”what  to  look  for  while  doing  the 
Field-of — View, ” 

9460  LOCATE  22, 15:PRINT”Magnification  &  Distortion  testing  " 

9470  GOSUB  9390 

9480  CLS:60SUB  9150:GOSUB  9010 
9490  COLOR  10 

9500  LOCATE  21, 15:PRINT”The  initial  view  through  the  ANVIS  will  be 
that  of” 

9510  LOCATE  22, 15:PRINT”a  slit  of  light  in  the  approximate  center  ” 
9520  GOSUB  9390 

9530  CLS: GOSUB  9080: GOSUB  9150 
9540  COLOR  2 

9550  LOCATE  21, 15:PRINT”Field-of-View  will  be  measured  first  by 
rotating” 

9560  LOCATE  22 , 15:PRINT”the  large  table,  (motor  #1),  until  the  slit 
appears  ” 

9570  LOCATE  23 , 15:PRINT”to  be  halved  by  the  edge  of  the  ANVIS  tube  ” 
9580  GOSUB  9390 
9590  COLOR  7 

9600  LOCATE  21, 15:PRINT”Nove  left  or  right  as  needed  with  the 
computer  controls” 

9610  LOCATE  22, 15:PRINT”to  align  the  image.  Once  completed  record 
the  position” 

9620  LOCATE  23, 15:PRINT”at  the  computer,  then  repeat  for  the  opposite 
side” 

9630  GOSUB  9390 

9640  CLS:GOSUB  9150:GOSUB  9010 
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9650  COLOR  15 

9660  LOCATE  21, 15:PRINT''With  th«  FOV  recorded,  th«  syetmm  should  be 
rssst  ** 

9670  LOCATE  22, 15: PRINT" to  ths  center  of  the  FOV  and  the  Dloptoeeter 
will  be  " 

9680  LOCATE  23 , 15:PRINT"added  to  the  configuration  for  the 
■agnification  neasureaents. " 

9690  GOSUB  9390 
9700  GOSUB  9280 
9710  COLOR  14 

9720  LOCATE  21, 15:PRIHT"you  now  sove  the  saall  table,  (aotor  #2), 
left/right  " 

9730  LOCATE  22 , 15:PRIHT"with  the  cooputer  controls  to  align  the 
crosshair  of" 

9740  LOCATE  23, 15: PRINT" the  Dioptoaeter  with  the  center  of  the  slit." 
9750  GOSUB  9390 

9760  CLS: GOSUB  9080: GOSUB  9150 
9770  COLOR  3 

9780  LOCATE  21, 15:PRINT"Data  will  then  be  collected  for  Magnification 
and" 

9790  LOCATE  22 , 15:PRINT"Distortion  at  selected  points.  The  first  and 
last" 

9800  LOCATE  23 , 15:PRINT"points  will  again  be  at  the  extreaes  of  the 
FOV." 

9810  GOSUB  9390 

9820  GOSUB  9200: COLOR  11 

9830  LOCATE  21, 15:PRINT"When  aligning  the  crosshair  at  these  extreaes 
use" 

9840  LOCATE  22, 15:PRINT"the  EDGE  of  the  TUBE  not  the  center  of  the 
reaaining" 

9850  LOCATE  23 , 15:PRINT"portion  of  the  slit." 

9860  GOSUB  9390 

9870  CLS:GOSUB  9150:GOSUB  9320:GOSI}B  9240 
9880  COLOR  11 

9890  LOCATE  21, 15:PRINT"For  data  points  other  than  the  extreaes  use 
the  center" 

9900  LOCATE  22, 15:PRINT"of  the  slit  to  align  the  crosshair. 

9910  GOSUB  9390 
9920  COLOR  14: CLS 

9930  LOCATE  16 , 15 : PRINT"Please  insure  that  the  Oriel  Controller  is 
turned  on" 

9940  LOCATE  18,15:PRINT"before  continuing . " 

9950  GOSUB  9390 

9960  CLS:SCREEN  9:COLOR  15, 1, 1:R£TURN 


44 


DEVICE  TYPE  *AN/AVS-6( V)1  TEST  DATE  *11-22-1993  Tiac : 14 : 29 : 05 

SERIAL#  «960A  TUBE  «RIGHT 

RUN  #1  HHB 

POV  Spacification  Llaits:  38  -  41  Dagrees 
FIELD-OF-VIEN  *  40.401  dagreaa-  PASSED  - 

MAGNIFICATION  *  1.020X-  PASSED  - 

Canter  of  FOV  is  345  Microns 

or  .7114957  dagraaa 

right  of  Absolute  saro 


DISTORTION  DATA; 

MAGNIFICATION  VALUE  FOR  GRAPH  TRIAL  *  1.019768Q 


Position  in  degrees  %  Distortion 


20.2003 

-0.0333 

X 

16.8346 

-0.5742 

X 

13.4689 

-0.6206 

X 

10.1032 

-1.2331 

X 

6.7376 

-1.2718 

X 

3.3719 

-2.1188 

X 

3.3595 

-1.7575 

X 

6.7252 

-1.0885 

X 

10.0909 

-1.1095 

X 

13.4565 

-0.5258 

X 

16.8222 

-0.4967 

X 

20.1879 

0.0333 

X 

0 
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DEVICE  TYPE  sAN/AVS-6(V)l  TEST  DATE  <11-22-1993  Time : 15 : 18 : 00 

SERIAL#  «960A  TUBE  <RIGHT 

RUN  *2  HHB 


FOV  Specification  Limits:  38  -  41  Degrees 
FIELD-OF-VIEW  <  40.370  degrees-  PASSED  - 

MAGNIFICATION  <  1.016X-  PASSED  - 

Center  of  FOV  is  287. S  Microns 

or  .5929131  degrees 

right  of  Absolute  zero 


DISTORTION  DATA: 

MAGNIFICATION  VALUE  FOR  GRAPH  TRIAL  <  1.0164300 


Position  in  degrees  X  Distortion 


20.1838 

-0.0111 

X 

16.8202 

-0.1890 

X 

13.4565 

-0.3401 

X 

10.0929 

-0.8157 

X 

6.7293 

-1.1903 

X 

3.3657 

-1.5258 

X 

3.3616 

-1.4047 

X 

6. 7252 

-1.1292 

X 

10.0888 

-0.7742 

X 

13.4524 

-0.3084 

X 

16.8160 

-0.1630 

X 

20.1797 

0.0111 

X 

V 
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DEVICE  TYPE  sANAVS-6(V)l  TEST  DATE  *11-22-1993  Time: 16 

SERIAL#  s960A  TUBE  *RIGHT 

RUN  #3  HHB 

FOV  Specification  Limits:  38  -  41  Degrees 
FIELD-OF-VIEW-  »  40.359  degrees-  PASSED  - 

MAGNIFICATION  »  1.019X-  PASSED  - 

Center  of  FOV  is  175  Microns 

or  .3609036  degrees 

right  of  Absolute  zero 


DISTORTION  DATA; 

MAGNIFICATION  VALUE  FOR  GRAPH  TRIAL  *  1.0189510 


Position  in  degrees 
20.1797 
16.8181 
13.4565 
10.0950 
6.7334 
3.3719 
3.3512 
6.7128 
10.0744 
13.4359 
16.7975 
20.1590 


X  Distortion 
-0.0556  X 
-0.5828  X 
-0.7273  X 
-1.0919  X 
-1.7839  X 
-1.7094  X 
-1.1031  X 
-1.4793  X 
-0.8851  X 
-0.5692  X 
-0.4534  X 
0.0556  X 


15:08 


k 


4 
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DEVICE  TYPE  aAN/AVS-6( V ) 1  TEST  DATE  =11-22-1993  Time : 16 : 54 : 02 

SERIAL#  a960A  TUBE  aRIQHT 

RUN  #4  HHB 

FOV  Specification  Limits:  38  -  41  Degrees 
FIELD-OF-VIEW  s  40.349  degrees-  PASSED  - 
MAGNIFICATION  =  1.020X-  PASSED  - 

Center  of  FOV  is  127.5  Microns 

or  .2629441  degrees 

right  of  Absolute  zero 


DISTORTION  DATA: 

MAGNIFICATION  VALUE  FOR  GRAPH  TRIAL  =  1.0195090 


Position  in  degrees  X  Distortion 


20.1735 

-0.0222 

X 

16.8119 

-0.5666 

X 

13.4504 

-0.6562 

X 

10.0888 

-1.0330 

X 

6.7272 

-1.5948 

X 

3.3657 

-1.7328 

X 

3.3574 

-1.4908 

X 

6.7190 

-1.4729 

X 

10.0806 

-0.9503 

X 

13.4421 

-0.5930 

X 

16.8037 

-0.5149 

X 

20.1652 

0.0222 

X 
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DEVICE  TYPE  sAN/AVS-6 ( V) 1  TEST  DATE  *11-23-1993  Ti»e : 09 ; 36 : 44 

SERIAL#  *960A  TUBE  sRIGHT 

RUN  #5  HHB 

FOV  Specification  Limits:  38  -  41  Degrees 
FIELD-OF-VIEW  *  40.380  degrees-  PASSED  - 

MAGNIFICATION  *  1.017X-  PASSED  - 

Center  of  FOV  is  360  Microns 

or  .7424303  degrees 

right  of  Absolute  zero 


DISTORTION  DATA: 

MAGNIFICATION  VALUE  FOR  GRAPH  TRIAL  *  1.0167090 


Position  in  degrees  X  Distortion 


20.1900 

-0.0444 

X 

16.8264 

-0.3702 

X 

13.4627 

-0.5791 

X 

10.0991 

-1.0174 

X 

6.7355 

-1.3544 

X 

3.3719 

-1.7337 

X 

3.3554 

-1.2494 

X 

6.7190 

-1.1099 

X 

10.0826 

-0.8520 

X 

13.4462 

-0.4525 

X 

16.8099 

-0.2666 

X 

20.1735 

0.0445 

X 
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National  Naval  Medical  Center 
Bethesda,  MD  20814-5044 

Deputy  Director,  Defense  Research 
and  Engineering 
ATTN:  Military  Assistant 
for  Medical  and  life  Sciences 
Washington,  DC  20301-3080 

Conunander,  U.S.  Army  Research 
Institute  of  Environmental  Medicine 
Natick,  MA  01760 


Library 

Naval  Submarine  Medical  Research  Lab 
Box  900,  Naval  Sub  Base 
Groton,  CT  06349-5900 


Executive  Director,  U.S.  Army  Human 
Research  and  Engineering  Directorate 
ATTN:  Technical  Library 
Aberdeen  Proving  Ground,  MD  21005 

Commander 

Man-Machine  Integration  System 
Code  602 

Naval  Air  Development  Center 
Warminster,  PA  18974 

Commander 

Naval  Air  Development  Center 
ATTN:  Code602-B 
Warminster,  PA  18974 

Commanding  Officer 

Armstrong  Laboratory 

Wright-Patterson 

Air  Force  Base,  OH  45433-6573 

Director 

Army  Audiology  and  Speech  Center 
Walter  Reed  Army  Medical  Center 
Washington,  DC  20307-5001 

Conunander/Director 
U.S.  Army  Combat  Surveillance 
and  Target  Acquisition  Lab 
ATTN:  SFAE-IEW-JS 
Fort  Morunouth,  NJ  07703-5305 
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Director 

Federal  Aviation  Administration 
FAA  Technical  Center 
Atlantic  City,  NJ  08405 

Commander,  U.S.  Army  Test 
and  Evaluation  Command 
ATTN:  AMSTE-AD-H 
Aberdeen  Proving  Ground,  MD  2100S 

Naval  Air  Systems  Command 
Technical  Air  Library  9S0D 
Room  278,  Jefferson  Plaza  n 
Department  of  the  Navy 
Washington,  DC  20361 

Director 

U.S.  Army  Ballistic 
Research  Laboratory 
ATTN:  DRXBR-OD-ST  Tech  Reports 
Aberdeen  Proving  Ground,  MD  21005 

Commander 

U.S.  Army  Medical  Research 
Institute  of  Chemical  Defense 
ATTN:  SGRD-UV-AO 
Aberdeen  Proving  Ground, 

MD  21010-5425 

Commander 

USAMRDALC 

ATTN:  SGRD-RMS 

Fort  Detrick,  Frederick,  MD  21702-5012 

Director 

Walter  Reed  Army  Institute  of  Research 
Washington,  DC  20307-5100 

HQ  DA  (DASG-PSP-O) 

5109  Leesburg  Pike 
Falls  Church,  VA  22041-3258 


Hany  Diamond  Laboratories 
ATTN:  Technical  Information  Branch 
2800  Powder  Mill  Road 
Adelphi,  MD  20783-1197 

U.S.  Army  Materiel  Systems 
Analysis  Agency 

ATTN:  AMXSY-PA  (Reports  Processing) 
Aberdeen  Proving  Ground 
MD  21005-5071 

U.S.  Army  Ordnance  Center 
and  School  Library 
Simpson  Hall,  Building  3071 
Aberdeen  Proving  Ground,  MD  21005 

U.S.  Army  Environmental 
Hygiene  Agency 
ATTN:  HSHB-MO-A 
Aberdeen  Proving  Ground,  MD  21010 

Technical  Libraiy  Chemical  Research 
and  Development  Center 
Aberdeen  Proving  Ground,  MD 
21010-5423 

Commander 

U.S.  Army  Medical  Research 
Institute  of  Infectious  Disease 
ATTN:  SGRD-UIZrC 
Fort  Detrick,  Frederick,  MD  21702 

Director,  Biological 
Sciences  Division 
Office  of  Naval  Research 
600  North  Quincy  Street 
Arlington,  VA  22217 

Commander 

U.S.  Army  Materiel  Command 
ATTN:  AMCDE-XS 
5001  Eisenhower  Avenue 
Alexandria,  VA  22333 


Commandant 
U.S.  Army  Aviation 
Logistics  School  ATTN:  ATSQ-TDN 
Fort  Eustis,  VA  23604 

Headquarters  (ATMD) 

U.S.  Army  Training 
and  Doctrine  Command 
ATTN:  ATBOM 
Fort  Monroe,  VA  23651 

lAF  liaison  Officer  for  Safety 
USAF  Safety  Agency/SEFF 
9750  Avenue  G  SE 
Kirtla: !'  Air  Fo  .  si  Base 
NM  87117-5671 

Naval  Aerospace  Medical 
Institute  IJbraiy 
Building  1953,  Code  03L 
Pensacola,  FL  32508-5600 

Command  Surgeon 
HQ  USCENTCOM  (CCSG) 

U.S.  Central  Command 
MacDill  Air  Force  Base,  FL  33608 

Air  University  library 
(AUL/LSE) 

Maxwell  Air  Force  Base,  AL  36112 

U.S.  Air  Force  Institute 
of  Technology  (AFTT/LDEE) 
Building  ^40,  Area  B 
Wright-}  atterson 
Air  Force  Base,  OH  45433 

Hemy  L.  Taylor 
Director,  Institute  of  Aviation 
University  of  niinois-Willard  Airport 
Sav(ty,  IL  61874 


Qiiet  National  Guard  Bureau 
ATTN:  NGB-ARS 
Arlington  Hall  Station 
111  South  George  Mason  Drive 
Arlington,  VA  22204-1382 

Commander 

U.S.  Army  Aviation  and  Troop  Command 
ATTN:  AMSAT-R-ES 
4300  Goodfellow  Bouvelard 
St  Louis,  MO  63120-1798 

U.S.  Army  Aviation  and  Troop  Command 
library  and  Information  Center  Branch 
ATTN:  AMSAV-DIL 
4300  Goodfellow  Boulevard 
St  Louis,  MO  63120 

Federal  Aviation  Administration 
Civil  Aeromedical  Institute 
library  AAM-400A 
P.O.  Box  25082 
Oklahoma  City,  OK  73125 

Conunander 

U.S.  Army  Medical  Department 
and  School 
ATTN:  library 
Fort  Sam  Houston,  TX  78234 

Commander 

U.S.  Army  Institute  of  Surgical  Research 

ATTN:  SGRD-USM 

Fort  Sam  Houston,  TX  78234-6200 

AAMRL/HEX 

Wright-Patterson 

Air  Force  Base,  OH  45433 
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Product  Manager 

Aviation  Life  Support  Equipment 

ATTN:  SFAE-AV-LSE 

4300  Goodfellow  Boulevard 

St.  Louis,  MO  63120-1798 

Commander  and  Director 

USAE  Waterways  Experiment  Station 

ATTN:  CEWES-IM-MI-R, 

CD  Department 
3909  Halls  Ferry  Road 
Vicksburg,  MS  39180-6199 

Commanding  Officer 
Naval  Biodynamics  Laboratory 
P.O.  Box  24907 
New  Orleans,  LA  70189-0407 

Assistant  Commandant 
U.S.  Army  Field  Artillery  School 
ATIN:  Morris  Swott  Technical  Library 
Fort  Sill,  OK  73503-0312 

Mr.  Peter  Seib 

Human  Engineering  Crew  Station 
Box  266 

Westland  Helicopters  Limited 
Yeovil,  Somerset  BA20  2YB  UK 

U.S.  Army  Dugway  Proving  Groimd 
Technical  Library,  Building  5330 
Dugway,  UT  840^ 

U.S.  Army  Yuma  Proving  Ground 
Technical  library 
Yuma,  AZ  85364 

AFFTC  Technical  Library 
6510  TW/TSTL 
Edwards  Air  Force  Base, 

CA  93523-5000 


Commander 
Code  3431 

Naval  Wei^ns  Center 
China  Lake,  CA  93555 

Aeromechanics  Laboratory 
U.S.  Army  Research  and  Technical  Labs 
Ames  Research  Center,  M/S  215-1 
Moffett  Field,  CA  94035 

Sixth  U.S.  Am^ 

ATTN:  SMA 

Presidio  of  San  Francisco,  CA  94129 
Conunander 

U.S.  Army  Aeromedical  Center 
Fort  Rucker,  AL  36362 

Strughold  Aeromedical  Library 

Document  Service  Section 

2511  Keimedy  Circle 

Brooks  Air  Force  Base,  TX  78235-5122 

Dr.  Diane  Damos 
Department  of  Human  Factors 
ISSM,  use 

Los  Angeles,  CA  90089-0021 

U.S.  Army  White  Sands 
Missile  Range 
ATTN:  STEWS-IM-ST 
White  Sands  Missile  Range,  NM  88002 

U.S.  Army  Aviation  Engineering 
Flight  Activity 

ATIN:  SAVTE-M  (Tech  Ub)  Stop  217 
Edwards  Air  Force  Base,  CA  93523-5000 

Ms.  Sandra  G.  Hart 
Ames  Research  Center 
MS  262-3 

Moffett  Field,  CA  94035 
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Commander 

USAMRDALC 

ATTN:  SGRD-UMZ 

Fort  Dctrick,  Frederick,  MD  21702-5009 

Commander 

U.S.  Am^  Health  Services  Command 

ATTN:  HSOP-SO 

Fort  Sam  Houston,  TX  78234-6000 

U.  S.  Army  Research  Institute 
Aviation  R&D  Activity 
ATTN:  PERI-IR 
Fort  Rucker,  AL  36362 

Commander 

U.S.  Army  Safety  Center 
Fort  Rucker,  AL  36362 

U.S.  Army  Aircraft  Development 
Test  Activity 
ATTN:  STCBG-MP-P 
Cairns  Army  Air  Field 
Fort  Rucker,  AL  36362 

Commander 

USAMRDALC 

ATTN:  SGRD-PLC  (COL  R.  Gifford) 
Fort  Detrick,  Frederick,  MD  21702 

TRADOC  Aviation  LO 
Unit  21551,  Box  A-209-A 
APOAE  09777 

Netherlands  Army  Liaison  Office 

Building  602 

Fort  Rucker,  AL  36362 

British  Am^  Liaison  Office 

Building  602 

Fort  Rucker,  AL  36362 


Italian  Am^  liaiscm  Office 

Building  602 

Fort  Rudcer,  AL  36362 

Directorate  of  Training  Development 

Building  502 

Fort  Rucker,  AL  36362 

Chief 

USAHEL/USAAVNC  Field  Office 
P.  O.  Box  716 

Fort  Rucker,  AL  36362-5349 

Commander,  U.S.  Am^  Aviation  Center 
and  Fort  Rucker 
ATTN:  ATZQ-CG 
Fort  Rucker,  AL  36362 

Chief 

Test  &  Evaluation  Coordinating  Board 
Cairns  Army  Air  Field 
Fort  Rucker,  AL  36362 

Canadian  Army  Liaison  Office 

Building  602 

Fort  Rucker,  AL  36362 

German  Army  liaison  Office 

Building  602 

Fort  Rucker,  AL  36362 

French  Army  Liaison  Office 
USAAVNC  (Budding  602) 

Fort  Rucker,  AL  36362-5021 

Australian  Army  Liaison  Office 

Building  602 

Fort  Rudcer,  AL  36362 

Dr.  Garrison  Rapmund 
6  Burning  Tree  Court 
Bethesda,  MD  20817 


Commandant,  Royal  Air  Force 

Director 

Institute  of  Aviation  Medicine 

Am^  Personnel  Research  Establishment 

Famborough,  Hampshire  GU14  6SZ  UK 

Famborough,  Hants  GU14  6SZ  UK 

Defense  Technical  Information 

U.S.  Am^  Research  and  Technology 

Cameron  Station,  Building  S 

Laboratories  (AVSCOM) 

Alexandra,  VA  ^04-6145 

Propulsion  Laboratoiy  MS  302-2 

i 

NASA  Lewis  Researd  Center 

Commander,  U.S.  Army  Foreign  Science 

Geveland,  OH  44135 

1  and  Technology  Center 

AIFRTA  (Davis) 

Commander 

• 

220  7th  Street,  NE 

USAMRDALC 

Charlottesville,  VA  22901-5396 

ATTN:  SGRD-ZC  (COL  John  F.  Glenn) 

Fort  Detrick,  Frederick,  MD  21702-5012 

1  Commander 

1  Applied  Technology  Laboratoiy 

Dr.  Eugene  S.  Chamung 

1  USARTL-ATCOM 

166  Baughman’s  Lane 

1  ATTN:  Libraiy,  Building  401 

Frederick,  MD  21702-4083 

1  Fort  Eustis,  VA  23604 

U.S.  Army  Medical  Department 

Commander,  U.S.  Air  Force 

and  School 

Development  Test  Center 

USAMRDALC  Liaison 

101  West  D  Avenue,  Suite  117 

ATTN:  HSMC-FR 

Eglin  Air  Force  Base,  FL  32542-5495 

Fort  Sam  Houston,  TX  78234 

Aviation  Medicine  Clinic 

Dr.  A.  Komfield,  President 

TMC  #22,  SAAF 

Biosearch  Company 

Fort  Bragg,  NC  28305 

3016  Revere  Road 

Drexel  Hill,  PA  29026 

1  Dr.  H.  Dix  Christensen 

Bio-Medical  Science  Building,  Room  753 

NVESD 

Post  OfGce  Box  26901 

AMSEL-RD-NV-ASID-PST 

Oklahoma  Oty,  OK  73190 

(Atm:  Trang  Bui) 

10221  Burbeck  Road 

Commander,  U.S.  Army  Missile 

Fort  Belvior,  VA  22060-5806 

1  Command 

Redstone  Scientific  Information  Center 

CAAvMed 

ATTN:  AMSMI-RD-CS-R 

HQDAAC 

/ILL  Documents 

Middle  Wallop 

Redstone  Arsenal,  AL  35898 

Stockbridge,  Hants  S020  8DY  UK 

j 

Sf 

Dr.  Oiristine  Schlichtiiig 
Behavioral  Sciences  Department 
Box  900,  NAVUBASE  NLON 
Groton,  CT  06349-5900 

Commander,  HQ  AAC/SGPA 
Aerospace  Medicine  Branch 
162  Dodd  Boulevard,  Suite  100 
Langley  Air  Force  Base, 

VA  23665-1995 

Commander 

Aviation  ^plied  Technology  Directorate 
ATTN:  AMSAT-R-TV 
Fort  Eustis,  VA  23604-5577 


Direcun’ 

Aviation  Research,  Develofmient 
and  Engineering  Center 
ATTN;  AMSAT-R-Z 
4300  Goodfellow  Boulevard 
St  Louis,  MO  63120-1798 

Commander 

USAMRDALC 

ATTN:  SGRD-ZB  (COL  C  Fred  Tyner) 
Fort  Detrick,  Frederick,  MD  21702-5012 

Director 

Directorate  of  Combat  Developments 

ATTN:  ATZQ-CD 

Building  515 

Fort  Rucker,  AL  36362 
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